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ABSTRACT
Objectives: Conventional loss of resistance (LOR) technique for identifying the epidural space (EDS) predominantly depends
on experience of the anaesthetist. A technique using automated syringe for EDS identification was invented as an alternative
to the traditional method. The aim of the study was to compare the efficacy and risk for complications between automatic
LOR syringe — Epimatic® (Vygon, Ecouen, France) and conventional LOR — Perifix® (B.Braun Melsungen AG, Melsungen,
Germany) techniques for EDS identification.
Material and methods: A total of 170 patients were enrolled into the study and 153 cases were analysed. Number of attempts, time to EDS identification, ease of EDS identification, complication rate and patient procedure-related discomfort
were evaluated and compared.
Results: No statistically significant differences were found in the number of needle insertion attempts (1.3 in both groups),
time to EDS identification (31 sec. vs. 27 sec.), efficacy of epidural analgesia (100% in both groups), or complication rate
between both groups.
Conclusions: The automatic and the conventional LOR techniques are comparable in terms of efficacy and safety for the
epidural space identification.
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INTRODUCTION
Lumbosacral epidural analgesia (EDA) remains the most
effective way of alleviating labour pain [1], as it increases
patient comfort and quality of patient-personnel cooperation during labour. The procedure involves 3 crucial steps:
(i) identification of vertebrae level, (ii) selection of desired
puncture site and angle, (iii) needle insertion into epidural
space (EDS) between ligamentum flavum (LF) and dura
mater covering a spinal cord [2].
Identification of EDS, which has only several millimetres,
is the key element and the necessary prerequisite of effective EDA [2]. The fact that there is negative pressure within
the epidural space is clinically important [3, 4]. Negative
pressure can be magnified by increased flexion and reduced
by decreased flexion of the spine [5]. Several techniques

detecting a change in the resistance or pressure have been
proposed for EDS identification: a dual technique [6], balloon technique [4], drip infusion technique [4], acoustic
signalization [7, 8] Despite the claimed advantages, none
of them is widely used in clinical practice [8].
The current gold standard is the loss of resistance (LOR)
technique described in 1921 by Pages [6]. However, regardless of saline or air usage, it is associated with a significant
failure rate of up to 32% and may be time-consuming [9–11].
It remains a particular change among pregnant women due
to impaired palpability of anatomical landmarks and flawed
identification of the entry to EDS — as ligament complex
(supraspinous ligament, interspinous ligament, ligamentum
flavum) become softer and more inhomogeneous, which
may mimic the feeling of lost resistance. It is happening
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Figure 1. Epimatic® syringe

because of increased relaxin and estrogen levels, which
change the ligament structure and the fact that ligaments
are bearing greater burden due to 15–20 kg weight, gain
[12]. Moreover, epidural pressure during pregnancy is elevated secondary to increased oedema, elevated vena cava
inferior and intreperitoneal pressure and enlarged venous
plexus [13]. However, the blind technique may lead to accidental dural puncture with a following post-procedural
headache as well as accidental plexus venous puncture [5, 6].
Thus, the search for a simple, objective, effective, safe
and reliable method of EDS localization has been underway
for many years, with the automatic Epimatic® syringe (Vygon) as an example of a tool for EDS identification (Fig. 1).
Epimatic® is a low-resistance syringe where continuous positive pressure on the plunger is achieved by an elastic strip.
When the Tuohy needle enters the epidural space, LOR is visible by the sudden movement of the syringe plunger, which
removes operator subjectivity and variability [14]. The other
advantage of the spring-loaded syringe is that both hands
can be used for needle’s advance and stabilization [15].

Objectives
The aim of the study was to compare the effectiveness
and complications of EDS identification with the use of
conventional LOR technique and the automatic syringe
system during EDA.

MATERIAL AND METHODS
This manuscript adheres to the applicable EQUATOR
guidelines [16]. The study was a prospective, single-blinded,
randomized study conducted in one centre between January and September 2015. Prior to the study onset, a randomization list was prepared based on the coin toss by Primary
Investigator. Patients were blind and randomized according
to the list to undergo standard EDA (control group) or Epimatic® syringe EDA (study group).
Inclusion criteria were (i) patient’s choice of EDA during
labour and (ii) informed consent to participate in the study.
Exclusion criteria were following clinical contraindications
for EDS: (i) skin lesion at the puncture area, (ii) coagulopathy,
(iii) lack of informed consent to participate in the study.
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All the procedures were following standard preparation
for the neuraxial block with life sign’s monitoring. EDA was
performed in sitting or lateral position at the preference of the
one out of four study anaesthetist, each with at least 10 years
of clinical experience. For epidural space identification during
LOR technique, all of them preferred air to be used.
In both groups, total aseptic technique was used, the appropriate intervertebral space was identified, and lidocaine
(Lignocainum hydrochloricum WZF 1% 2 mL, Polfa Warszawa SA)
was administered as local analgesia for the skin and the subcutaneous tissue, a Tuohy needle was inserted and attached to the
automatic or conventional syringe. The needle was positioned
and pushed towards the ED space until LOR was felt (conventional method) or plunger movement was observed (automatic
method), thus confirming entry into the epidural space.
In the control group, EDA was performed using the
Perifix® kit (B.Braun Melsungen AG, Melsungen, Germany)
— including a Tuohy Perican® 18G epidural needle (diameter: 1.3 mm, length: 80 mm) and a Perifix® LOR syringe with
continuous pressure applied by the anesthetist using his/her
thumb. The syringe was filled with air. In the study group,
a Tuohy Perican® 18G epidural needle (diameter: 1.3 mm,
length: 80 mm) and an Epimatic® syringe (Vygon, Ecouen,
France), filled with air, were used.
After EDA procedure and delivery, each patient was
followed-up for 24 hours.
The principal aim of our study was to establish the efficacy of Epimatic® syringe and to estimate rates of complications in each group. Therefore, the number of randomized
patients (170) was not selected to power any hypothesis test,
but to provide the most accurate estimation of population
rates giving the time and resources available. The following
criteria were used for comparative assessment:
ŪŪ patient’s demographic and anthropometric data: age,
height, BMI, primiparous/multiparous status;
ŪŪ procedural data: positioning, LOR depth, number of puncture attempts until EDA, time to EDA, time to LOR feeling;
ŪŪ operator’s views: ease of catheterization;
ŪŪ patient’s view: level of discomfort during the procedure,
procedural efficacy scored in Numerical Rating Scale
(NRS), satisfaction measured by willingness to undergo
the same procedure in the future;
ŪŪ post-procedural complications: regional pain, skin irritation/redness, accidental dural puncture (ADP), accidental catheterization of epidural venous plexus.
Local Ethics Committee approved of the study (no.
KB/226/2014). Each participant signed informed consent.

Statistical analysis
A total of 170 patients without contraindications to
neuraxial analgesia, who received EDA during labour, were
included in the study (Fig. 2).
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Enrollment

Assessed for eligibility (n = 170)

Excluded (n = 17)
• Not meeting inclusion criteria
because of unexplained method
change (n = 2)
• Missing data (n = 15)
Randomized (n = 153)

Allocation
Allocated to intervention (n = 74)
• Received allocated intervention (n = 74)
• Did not receive allocated intervention (n = 0)

Allocated to intervention (n = 79)
• Received allocated intervention (n = 79)
• Did not receive allocated intervention (n = 0)

Follow-Up
Lost to follow-up (give reasons) (n = 0)

Lost to follow-up (give reasons) (n = 0)

Discontinued intervention (give reasons) (n = 0)

Discontinued intervention (give reasons) (n = 0)

Analysis
Analysed (n = 74)
• Excluded from analysis (n = 0)

Analysed (n = 79)
• Excluded from analysis (n = 0)

Figure 2. CONSORT 2010 Flow diagram of the progress through the phases of a parallel, ranodomised trial of two groups (enrolment, intervention
allocation, follow-up, data analysis)

In case of continuous dependent variables, two-sample
one-sided t-Student test was used to compare the differences in means between two independent groups (sample
size of > 30 for both groups allows to use the central limit
theorem). Fisher’s test was used to verify equality of variances of the investigated variables. Additionally, Chi² Pearson’s test and Fisher’s exact test were used to compare
distributions of categorical dependent variable between
the independent groups [17]. In case of multiple regression analysis, depending on the specificity of the analyze
variable, one of the following three models was used: linear
regression (continuous distribution variables), logit regression (dichotomous outcome variables), or Poisson regression (set of natural numbers distribution variable) [18]. The
p-value of < 0.05 was considered as statistically significant.

Results
A total of 170 patients were randomized for the study
and 153 women were evaluated. Their baseline characteristics are presented in the Table 1.

Table 1. Patient demographic and anthropometric data (presented
as mean and standard deviation, SD or percentage, %)
Parameter

Perifix®
(n — 74)

Epimatic®
(n — 79)

p

Age [years]

30.95 (4.56)

30.51 (4.42)

0.27

Height [cm]

167.18 (4.43)

165.71 (6.70)

0.06

BMI

28.11 (3.80)

27.26 (3.74)

0.08

Primiparous

44 (59%)

58 (73%)

0.067*

Multiparous

30 (41%)

21 (27%)

0.086**

*Chi² Pearson’s test; **Fischer’s exact test

Data on maternal position during epidural analgesia are
presented in Table 2. No statistically significant differences
between the modes of identification were found.
Data on the procedure-related parameters are presented in Table 3. No statistically significant differences between
the two methods were found.
No statistically significant differences in tactile sensation
of resistance loss felt by the anesthetist performing the pro-

www. journals.viamedica.pl/ginekologia_polska

281

Ginekologia Polska 2019, vol. 90, no. 5

Table 2. Maternal position during epidural analgesia
Perifix®
(n - 74)

Epimatic®
(n -79)

p

Pain assessment using
NRS

Perifix®
(n — 74)

Epimatic®
(n — 79)

p

lateral

2 (2.78%)

4 (5.26%)

0.444*

Pre-epidural NRS

7.66 (0.82)

7.63 (0.89)

0.724

sitting

70 (97.22%)

72 (94.74%)

no data

2

3

0.682**

Post-epidural NRS

2.3 (1.38)

2 (0.45)

0.062

Parameter
Mode of
identification

Table 6. Pain assessment using Numerical Rating Scale (NRS)

*Chi² Pearson’s test; **Fischer’s exact test

Table 7. Declaration of future consent to epidural analgesia
Parameter

Perifix®
(n — 74)

Epimatic®
(n — 79)

p

Yes

71 (98.61%)

74 (98.67%)

No

0 (0%)

0 (0%)

Other

1 (1.39%)

1 (1.33%)

No data

2

4

Table 3. Data on the EDA procedure in both groups
Parameter

Perifix®
(n — 74)

Epimatic®
(n — 79)

LOR depth [cm]

6.13 (0.95)

5.88 (0.79)

0.074

Puncture attempts until
EDA [number]

1.29 (0.68)

1.29 (0.67)

0.962

Time to EDA [s]

47.32 (45.48)

53.13 (45.05)

0.436

Time to feeling of LOR [s]

26.59 (37.33)

31.48 (38.18)

0.492

p
0.977*
1.00**

*Chi² Pearson test **Fischer’s exact test

Table 8. Complications after analgesia
Table 4. Ease of catheterization
Parameter

Perifix®
(n — 74)

Epimatic®
(n — 79)

Very easy

1 (1.37%)

1 (1.35%)

Easy

61 (83.56%)

68 (91.89%)

Slight resistance

11 (15.07%)

5 (6.76%)

No data

1

5

0.096

Table 5. Level of patient discomfort during the procedure
Discomfort

Perifix®
(n — 74)

Epimatic®
(n — 79)

None

35 (48.61 %)

34 (45.33%)

Slight

37 (51.39%)

40 (53.33%)

Significant

0 (0%)

1 (1.33%)

No data

2

4

p

0.539

cedure were found. Ease of catherization was comparable
in both groups (Tab. 4).
The level of patient discomfort during the procedure did
not differ significantly between the groups and was reported
by the majority of patients to be ‘slight’ or ‘none’ (Tab. 5).
Mean pre-epidural NRS score was > 7 points in both
groups and no statistically significant differences were
found. Mean post-epidural NRS scores were 2 and 2.3 points
in the Epimatic® and Perifix® groups, respectively and no
statistically significant differences were found (Tab. 6).
As for future consent for repeat procedure, 98.7% and
98.61% of the women from the Epimatic® and the Perifix®
groups declared they would consent to the procedure again
(Tab. 7). No statistically significant differences were found.
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Parameter

Perifix®
(n — 74)

Epimatic®
(n — 79)

p

None

22 (30.14%)

25 (33.33%)

0.675

Regional pain

48 (65.75%)

43 (57.33%)

0.272

Skin irritation (redness)

3 (4.11%)

7 (9.33%)

0.216

Accidental dural puncture,
ADP

0 (0%)

0 (0%)

ND

Accidental catheterization
of epidural venous plexus

2 (2.7%)

3 (3.8%)

0.702

p

The most common EDS analgesia-related complication
was regional pain. Local redness at the puncture site were
also reported, although less often. No statistically significant differences in terms of complication rates were found
between both groups (Tab. 8).

DISCUSSION
There is one study available in the literature comparing
Epimatic® syringe and conventional LOR technique conducted by Dilish et al [19], which included 40 patients undergoing
lumbar epidural anesthesia with no specified procedure
type. In contrast to our study, they reported on significantly
shorter time to identify the epidural space (8 vs. 35 seconds,
respectively, p < 0.001) and a difference between the number
of attempts (1.25 vs. 1.6, respectively). Similarly to our results, there was no statistically significant difference between
groups in regards to the easiness of catheter insertion. There
was one accidental dural puncture in the control group [19].
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The literature offers reports on 3 other syringes with
a similar mechanism of action (constant positive-pressure
for the automated EPD identification), namely (i) Episure™
AutoDetect™ syringe, Indigo Orb, Inc., Santa Clara, California,
United States [14, 15, 20–22] (ii) Epidrum, Emooor Innovations Ltd. Taunton, United Kingdom [13, 22–28] and (iii)
Epi-Jet, Egemen International, Izmir, Turkey [13, 29].
Our study found no difference for the primary outcome,
namely the efficacy of EDA measured by NRS. In the literature, the failed analgesia was defined in the study by
Habib [21] and Joseph [14] as a need to resit needle due
to the failure to obtain sensory blockade after the initial
drug dosage and occurred significantly less often in the
the Episure™ group compared to controls (0% vs. 3.2%; 0%
vs.8.3% respectively). However, findings from Deighan et
al. [23] on Epidrum reports on the higher rate of failed analgesia (6% vs. 0%).
Similarly to our study, the majority of studies reported
no difference between the number of puncture attempts
between the automated and the conventional group
[13, 15, 28, 29]. The remaining revealed lower number for the
automated groups, in the study of Episure™ the efficacy of
the first attempt was 91.6% vs. 76.6% [14] and in the study
of Epidrum less than 2 attempts were needed more often
for Epidrum (96.3% vs. 85.9%) [25]. Kim et al. [25] defined
the procedural failure as the need of more than 4 needle
insertion attempts. Their study reported that this outcome
was less often in the Epidrum group compared to controls
(0% vs. 9.25%) [25].
In our study, time to EDA was slightly shorter in the
study group as compared to controls (53 sec. vs. 47 sec.,
respectively), but the difference was not statistically significant. However, the literature does not confirm this finding. Episure™ is characterized by quicker EDA achievement
(32 vs. 39 s) [14], similarly to Epidrum (18.6 vs. 31.5 s) [25].
Findings on Epi-jet are at odds, which may be caused by
an operator’s experience [13, 29].
Patient satisfaction with the procedure, defined as consent
to the same method in the future, was reported by the vast
majority of the women (98.6%) and was comparable in both
groups. Other authors did not investigate that parameter.
Our results stated that 93.24% of operators found the
procedure easy/very easy in the Epimatic® group and 84.83%
in the control group, however, those results did not reach
statistical significance most probably to the insufficient
sample size. In the literature operator’s satisfaction was always higher in the automated syringe group [13, 15, 28, 29],
except for Epidrum in contrast to control group in the study
by Kartal et al. [13] (60.3% vs. 73.8%).
There is the scarcity of information on complication rates
in the literature. The accidental dural puncture (ADP) was
reported most common. Similar to our study, Riley et al. [15]

and Demirel et al. [29] reported on the lack of this complication. The remaining studies revealed that the side effect
appeared less commonly in the automated syringe group
[14, 21, 22, 25]. Only one study by Habib et al. [21] reported on
accidental puncture of the venous plexus, which appeared insignificantly more often in the Episure™ group (5.4% vs. 4.5%).
Moreover, an automatic syringe might be applicable for an ultrasound-guided neuraxial block as it allows the anaesthetist
to manipulate the ultrasound transducer, requiring the use of
only one hand for needle insertion. It has been proven that
ultrasound pre-scanning increases first-pass success and
decreases the number of needle passes [9, 30].
Additionally, an automatic syringe gives a unique opportunity for an objective assessment by the teacher during procedure conduct by a younger Colleague, which is
not possible with the conventional LOR technique [21, 24].

Study limitations
This study has several limitations. First, the study was
not planned as double-blinded research because of the
impossibility of using the device without operator knowledge. Secondly, the sample size was moderate and not
estimated to power the hypothesis testing. Furthermore,
our study was conducted by the experienced anaesthesiologist — however, the low learning curve [20] and studies
with residents [21] suggest that results may be applicable
for less experienced practitioners. There may be an operator
bias. Moreover, we identified epidural space within lumbar
level and results may not be extrapolated to other vertebral
segments.

CONCLUSIONS
1. Safety and efficacy of EDS identification are comparable
in both methods.
2. Both methods of EDS identification may be successfully
applied in patients during labour analgesia.
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