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Figure S1. Remote monitoring findings during follow-up 

 

Figure S2. Examples of remote monitoring records presenting findings during follow-up. A. 

Self-limiting episode of ventricular fibrillation. B. Ventricular lead noises. C. Subcutaneous 

ICD lead noises. D. Insufficient percentage of biventricular pacing. E. Increasing atrial burden 


